DS/EN 285

Krav til vandkvalitet i autoklaver

Graenseveaerdier for mineraler og salte i vand, der skal
anvendes i autoklaver.

olfa.-omega

Determinand Feed water
Residue on evaporation <10 mg/l
Silicate (SiO,) <1 mg/l
Iron < 0,2 mg/l
Cadmium < 0,005 mg/l
Lead < 0,05 mg/l
Rest of heavy metals except iron, cadmium, lead | < 0,1 mg/l
Chioride (CI' <2mgl
Phosphate (P,05) < 0,5 mg/l
Conductivity (at 25 °C) < 5 uS/em
pH value (degree of acidity) 5to75
Appearance Colourless clean without sediment
Hardness (X lons of alkaline earth) < 0,02 mmol/l
NOTE Compliance should be tested in accordance with acknowledged analytical methods.
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